[Possible patient overheating by OP-table heating equipment].
The technical equipment used in the operation theatre must be safe and foolproof. We observed a complication of near overheating a patient using the thermomaquet heating pads. The conclusion of our observation is that such heating pads must have a high-temperature cut-off device.